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उपभोक्ता मामले , खाद्य और सार्वजनिक वितरण मंत्रालय 

( उपभोक्ता मामले विभाग) 
( भारतीय मानक ब्यूरो) 

अधिसूचना 
नई दिल्ली, 4 जनवरी , 2017 


का . आ . 35( अ). भारतीय मानक ब्यूरो नियम , 1987 के नियम 7 के उपनियम (1) के खंड ( ख) के अनुसरण में 
भारतीय मानक ब्यूरो एतद् द्वारा अधिसूचित किया जाता है की भारतीय मानक, जिनके विवरण इसके साथ अनुबंधित 
अनुसूची के द्वितीय कॉलम में दिए गए है वे तृतीय कॉलम की तीथि से निरस्त कर दिए हैं और वापस ले लिए गए हैं । 

अनुसूची 


है 


रद्द किये गए मानक ( कों ) की संख्या एवं शीर्षक 


क्रम संख्या 
| ( 1) 


___ ( 2 ) 


रद्द होने की तिथि 

( 3) 
13 अक्टूबर 2015 


आई एस 5357 : 1969 


आई एस 6469 : 1972 
आई एस 6470 : 1972 


13 अक्टूबर 2015 
13 अक्टूबर 2015 


| 


3. 


आई एस 6556 : 1972 


13 अक्टूबर 2015 


आई एस 13450 ( भाग 1 / अनुभाग 1 ) : 2006/ आई ई सी 60601- 1 - 1 : 2000 


13 अक्टूबर 2015 


6. 


आई एस 13450 ( भाग 1/ अनुभाग 4 ) : 2009/ आई ई सी 60601 -1 -4 : 2000 


| 13 अक्टूबर 2015 
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आई एस 13450 ( भाग 2/ अनुभाग 7) : 2009/ आई ई सी 60601- 2-7 : 1998 | ___ 13 अक्टूबर 2015 


आई एस 5347 ( भाग 14) : 1997/ आई एस ओ 5832 :-10 : 1996 


13 अक्टूबर 2015 


आई एस 12165 : 1987/ आई एस ओ 5839 : 1985 


13 अक्टूबर 2015 


आई एस 12375 ( भाग 3) : 1993/ आई एस ओ 7206- 3 : 1988 


13 अक्टूबर 2015 


आई एस 12375 ( भाग 5) : 1998/ आई एस ओ 7206-5 : 1992 


13 अक्टूबर 2015 


आई एस 12375 ( भाग 7) : 1998 / आई एस ओ 7206 - 7 : 1993 


13 अक्टूबर 2015 


13 अक्टूबर 2015 


आई एस 12375 ( भाग 8) : 1998/ आई एस ओ 7206 -8 : 1995 
आई एस 12375 (भाग 9) : 1998/ आई एस ओ 7206-9 : 1994 


14. 


13 अक्टूबर 2015 


दिनांक : 4 जनवरी , 2017 


[ संदर्भ: पब/ जी एन - 3] 
टी . बी . नारायणन, वैज्ञानिक - एफ एवं उपमहानिदेशक (मानकीकरण ) 


MINISTRY OF CONSUMER AFFAIRS , FOOD AND PUBLIC DISTRIBUTION 

(Department of Consumer Affairs) 
(BUREAU OF INDIAN STANDARDS ) 

NOTIFICATION 

New Delhi, the 4th January , 2017 
S . O . 35 ( E ). — In pursuance of clause (b ) of sub -rule ( 1 ) of Rule 7 of the Bureau of Indian Standards 
Rules, it is, hereby notified that the Indian Standard , particulars of which are given in the second column of 
the Schedule hereto annexed has been cancelled on the date against it in the third column and stands 
withdrawn . 


SCHEDULE 


Sl. No . 


No. and Year of the Indian Standards Cancelled 


Date of 
Cancellation 


( 1) 


( 3 ) 


| IS 5357 : 1969 Metallic Ear Syringe 

13 October 2015 
IS 6469 : 1972 Harpoon trocar ( Tilley s Pattern ) 

13 October 2015 
IS 6470 : 1972 Polizerization Apparatus (Pritchard s Pattern ) 

13 October 2015 
IS 6556 : 1972 Specification for Dental Impression Plaster 

13 October 2015 
IS 13450 ( Part 1/ Sec 1 ) : 2006/IEC 60601 -1 - 1: 2000 Medical Electrical | 13 October 2015 
Equipment - Part 1 : General requirements for safety : Section 1 Collateral 
Standard – Safety requirements for medical electrical system 
IS 13450 ( Part 1/ Sec 4 ) : 2009/ IEC 60601 -1 - 4: 2000 Medical Electrical 13 October 2015 
Equipment - Part 1 : General requirements for safety : Section 1 Collateral 

Standard – Safety requirements for medical electrical system 
| IS 13450 ( Part 2/ Sec 7) : 2009 / IEC 60601 -2- 7: 1998 Medical Electrical . 13 October 2015 
Equipment- Part 2 :Particular requirements for the safety: Section 7 X - ray 
Equipment for Radiography and Radioscopy . 
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13 October 2015 


IS 5347 ( Part 14 ) : 1997 /ISO 5832 - 10 : 1996 Requirements for 
orthopaedic implants- Part 10 : Ultra- high molecular weight polyethylene, 
powder form 


9 


IS 12165 : 1987 /ISO 5839: 1985 Basic requirements for orthopedic Joint 
Prostheses 


13 October 2015 


13 October 2015 


13 October 2015 


13 October 2015 


IS 12375 (Part 3): 1993 /ISO 7206 -3 :1988 Implants for Surgery -Partial 
and total hip joint prostheses- Part 3 :Determination of endurance 
properties of stemmed femoral components without application of torsion 
IS 12375 (Part 5): 1998/ ISO 7206 -5 : 1992 Implants for Surgery- Partial 
and total hip joint prostheses - Part 5 :Determination of resistance to static 
load of head and neck region of stemmed femoral components . 
IS 12375 ( Part 7 ): 1998 / ISO 7206 -7 : 1993 Implants for Surgery -Partial 
and total hip joint prostheses -Part 7 :Endurance performance of stemmed 
femoral components with application of torsion . 
IS 12375 ( Part 8 ): 1998 / ISO 7206 -8 : 1995 Implants for Surgery -Partial 
and total hip joint prostheses - Part 8 : Endurance performance of stemmed 
femoral components with application of torsion . 
IS 12375 ( Part 9 ): 1998 / ISO 7206 -9 : 1994 Implants for Surgery -Partial 
and total hip joint prostheses- Part 9 :Determination of resistence to torque 
of head fixation of stemmed femoral components . 


13 


13 October 2015 


14 


13 October 2015 


Date : 4 January , 2017 


[Ref: PUB /GN -3 ] 
T. B . NARAYANAN , Sc. ‘ F & DDG (Standardization ) 
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